Fractured tracheostomy tube: an overlooked foreign body.
A rare case of an overlooked fractured metallic Fuller's tracheostomy tube in the posterior basal segment of the left lung is reported along with a review of the literature. Incidence, delay in diagnosis, complications and management of overlooked foreign bodies are discussed. Various factors contributing to the fracture of tracheostomy tubes are reviewed.